
Peak Powr Meter, Gregorian
430 TRANSMITTER

DIR COUPLER
46.7 dB 
(MEAS. BY eic)

"10dB" MEASURES 10.0dB

"30dB" MEASURE 29.9dB

93.98dBm - 46.7dB - 29.9dB = 17.38 dBm
14.0 dBm 
TEST SIGNAL

HP GENERATOR

TEST CABLE

PWR METER

ADJUST ATTEN TO GET 
14.0 dBM AT END OF TEST CABLE

TEST SIGNAL     VOUT      DIGITAL PANEL READING

14.0dBm            1.387      WAS 1.47MW
                                          SHOULD BE 1.14MW

 11.0dBm             .688      
2.5MW  (93.98 dBm)

"3dB" MEASURES 3.0dB  

FILE:  430pkpwr.ecw
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NARDA 481 PK POWER HEAD
USED ON 10mW SCALE
(NOMINALLY 10mW IN PRODUCES 1V OUT)

Vout]
V-to-F CONVERTER

FIBER


